A comparison of the CathSim system and simulated limbs for teaching intravenous cannulation.
The present study describes a comparison between the CathSim VR simulator and simulated limbs for training IV cannulation. Two groups of physician assistant students underwent 2 hours of training on either method. Performance was assessed before and after training with a standardized assessment form. The results showed that all students improved after training, but the degree of improvement was greater for those trained with the simulated limbs. These findings may be due to differences between the two training methods as well as the methodology adopted in the present study.